Implementation of cleaning and evaluation process for mobile patient equipment using adenosine triphosphate.
We implemented a cleaning process for mobile patient equipment (MPE) and determined its success using adenosine trisphosphate (ATP) monitoring and data feedback. Following education for staff and ATP data feedback, the data suggest that the MPE cleaning program we implemented was successful.